INTRODUCTION
Surface Electromyography (sEMG) provides a safe, easy and non-invasive method to quantify the energy of the muscles [1] : for these reasons sEMG is currently becoming more and more a powerful tool for the assessment in sport [2] , [3] , rehabilitation [4] , [5] , ergonomic design [6] , [7] , and medical robotics [8] .
However, the sEMG is affected by various sources of noises, including the power line interference, the noise generated by the cable motion, the baseline and the movement artifact noise. The baseline is the combination of the two noise sources originated in the electronics of the amplification system (thermal noise) and at the skin-electrode interface (electrochemical noise), respectively [9] , [10] .
While the power line interference and the cable motion artifact can be removed using standard filtering procedures [1] , [11] , the baseline and the movement artifact have spectra that include also the low frequency spectrum of the EMG signal and a standard filtering has the risk to alter important information of the signal. The solution would be to filter the maximum quantity of noise while keeping as much of the effective signal frequency spectrum as possible. Wavelet denoising algorithms have been received extensive consideration in the processing of white Gaussian noise in biological signals, especially for the Electrocardiogram [12] - [14] . Most wavelet based denoising literatures suggest the use of the Donoho's method [15] , [16] , that makes an estimation of the thresholds by maximizing a risk function in terms of quadratic loss at the sample points. However, this method has limitations in the denoising of EMG signal, because it does not only remove noises but also significant part of signal with a consequent loss of geometrical characteristics of the signal. Different studies [17] , [18] have proposed to change the thresholds by using different statistical techniques, with some improvements in the denoising, but still the results have not been completely confirmed.
In this study we propose a new method to denoise the sEMG signal by using the baseline to estimate the thresholds of the Wavelet denoising algorithm. The advantage of the sEMG is that the baseline could be taken before the exercise, in different conditions: Relax Task, when the subject is kept relaxed, or just before starting the designed exercise, Pre-Task, when the muscle is already under some tension.
Finally, we compare these results with the Donoho method to show better noise rejection during the noisy interval and the higher likelihood with the original signal during the exercise interval.
WAVELET DENOISING ALGORITHM

A. Overview
Given a general model of a noisy signal s(n)=f(n)+e(n), the objective of the Wavelet Denoising Algorithm is to discard the noise part e(n) of a signal s(n) and to recover f(n), with e(n) to be considered usually a white Gaussian noise.
The procedure of wavelet denoising is composed of three steps. At first the signal is decomposed by using the Stationary discrete Wavelet Transform (SWT) [19] . This first step requires the choice of the mother wavelet and the level of decomposition N. The details and approximation coefficients for each level are obtained.
The second step is the thresholding. For each level of decomposition the detail coefficients are compared with a level of threshold, then the signal is suppressed or transformed if it is smaller than the threshold. This second step requires the choice of the thresholds and the transformation function for the different levels of decomposition.
Finally, at the third step, the signal is reconstructed by applying the Inverse Stationary Wavelet Transform (ISWT) to the approximation coefficient at level N and the modified detail coefficients from level 1 to N.
The summarized flow chart for the denoising algorithm is showed in Fig.1 . 
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For this work we have considered the Daubechies db2 mother wavelet, presented in Fig.2 , and the forth decomposition level, that have been proved, in case of myoelectric signals, to have the lowest mean square error [17] .
B. Thresholding
The selection of the threshold with the universal threshold estimation method proposed by Donoho and Johnstone [15] is usually used as comparison to evaluate new techniques of denoising, due to its conservative nature [20] . Universal threshold estimation method uses a fixed value, THR UNI = σ 2 log(N ) where N is the length of the samples of the time-domain signal and σ is standard deviation of noise. The noise level σ is estimated as the median of the absolute value of the detailed coefficients at the decomposition level j, divided by 0.6745, a normalization factor.
Other thresholds have been introduced using different criteria as Minimax and SURE (Stain's Unbiased Risk Estimate), in which the universal threshold has been modified basically by multiplying a scale factor [21] - [24] .
For each level of decomposition the detail coefficients are compared with the threshold, and then the signal is suppressed or transformed if it is smaller than the threshold: the common ways to modify the signal after the level comparisons are the hard and soft thresholding. In the Hard Thresholding (HT) the detail coefficient is completely suppressed if its absolute value is smaller than the threshold:
where the THR j is the selected threshold at level j. Differently, in the Soft Thresholding (ST) the signal is linearly shrunk as the following:
EXPERIMENTAL SETUP
The sEMG signals has been recorded from Extensor Carpi Ulnaris and Triceps Brachii of ten healthy volunteers, with age range 23-33 years old; we used a pair of surface DE-2.1 sensors (Delsys Inc.) and the signal were amplified by a BagnoliTM 16-channel system (Delsys Inc.) with a Gain K=100. The skin was cleaned by mildly scrubbing it with 70% isopropyl alcohol. The sensors were attached to the skin with a double-sided adhesive interface. The sEMG sensor was located in the midline of the muscle belly between the nearest innervation zone and the myotendinous [25] . A Dermatrodes HE-R (American Imex) electrode (5.08 cm dia.) was located on the iliac crest to provide a reference. Sampling rate was set at 1000 samples per second using a 16-bit A/D converter board (National Instruments, USA, PCI-6034E). The acquisition software has been developed in C++ and data have been processed using MATLAB 7.7 (R2008b). In order to have a synchronization between the movement of the hand and sEMG data, an Inertial Measurement Unit named WB-3, developed in our group, has been used: it is a 9-axis inertial module composed by a 3-axis accelerometer, 3-axis gyroscope and 3-axis compass, extremely light, 2.9g. For this experiment, the gyroscope data have been considered [26] .
The experimental protocol has been implemented by recording: 1. Relax Baseline (RB): it is the baseline when the volunteers were completely relaxed seated on a chair -relax task -for around 20s. 2. Pre-Task Baseline (PTB): it is the baseline recorded with the volunteers keeping the arm extended in front of them, just before starting the task, for around 5s. 3. Exercise: the volunteers performed wrist extension for 5 times with 2s intervals as shown in Fig. 3 , for a total of 15s. 
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EVALUATION METHOD
By using the information coming from the gyroscope of the Inertial Measurement Unit, an only-noise portion of the signal is separated from a task portion as showed in Fig.4 . Indicating n o (n) the noise portion of the original signal, and n d (n) the noise portion after the denoising, they are compared with a defined Noise Ratio (NR) by:
where the RMS indicates the root mean square and T is the interval of the baseline portion as in Fig.4 . With this approach it is possible to have a number related only to the baseline segment of the signal and it is indicative of the noise cancellation. Smaller is this value, higher is the quality of the noise rejection. In other way, denoting t o (n) the waveform of the task portion of the original signal and t d (n) the one after the denoising procedure, they are compared by using an error function that measures the misfit, point by point, of the two functions, given by the sum of the squares of the differences, divide by the RMS of t o (n):
where N is the number of the samples in the exercise portion. To facilitate the analysis, we consider the RMS value of E t :
where N is again the number of samples in the exercise portion and it is used to normalize the error in order to compare different sizes of signal in equal way. Smaller is the ER, smaller is the distortion due to the denoising algorithm. We propose the combination of these two parameters to give an estimation of the denoising quality and to compare different methods.
where DQ % indicates the quality of the denoising in percentage, α NR is the weight of the noise ratio and α ER is the weight of the distortion. For our evaluation we have chosen α NR =0.7 and α ER =0.3, giving more importance to the noise reduction than distortion; in any case, the proposed technique has showed better performances than Donoho standard method for all the combinations α NR and α ER .
BASELINE ADAPTIVE TECHNIQUE
The Donoho method and its derivatives have been considered suitable for the denoising of sEMG, because the baseline has been approximated as a white Gaussian noise, distributed equally on the entire spectra of the signal. In case of Relax Baseline, this approach is valid, as showed in Fig.5 : spectrum of the RB is uniformly distributed.
Our approach is to clean the signal from a baseline that is not a white Gaussian noise: in case of PTB, the arm is already under tension and the spectrum is not distributed equally, as showed in Fig.4 for the Extensor Carpi Ulnaris. Based on this consideration, the thresholds will be derived in two ways: 1. Full-Baseline Adaptive (FBA): the thresholds are calculated in order to reduce, for each level of decomposition, the noise level down to 1%. As shown in Fig.6 , the algorithm keeps in memory the original RMS value of the detail coefficient, which is also the first Threshold applied to it. After, the RMS of the modified detailed is calculated, and if the new RMS is bigger than 1% of the original one, the threshold is updated by increasing of 10% respect to the previous value. 2. Semi-Baseline Adaptive (SBA): the thresholds are kept fixed at 3.09 times the RMS of the baseline for each level of decomposition. The choice of 3.09 considers the waveform approximated as gaussian, thus the 99.8% of the baseline noise will be cut: erf (3.09 / 2 ) = 0.998 . This is a strong hypothesis, because the PTB is not a Gaussian noise, as showed in Fig.5 . 
RESULTS AND DISCUSSION
The averaged results, together with the standard deviations, for the ten subjects for the Extensor Carpis Ulnaris are summarized in Table 1 . The first column indicates the algorithm: FBA is the Full-Baseline Adaptive, SBA is the Semi-Baseline Adaptive and Donoho is the standard Donoho algorithm. The columns from second to fifth are respectively, the Denoise Quality calculate as in (6) in case of: 1. Relax Baseline used to choose the thresholds and applied Soft Thresholding (2), 2. Pre-Task Baseline and Soft Thresholding, 3. Relax Baseline and Hard Thresholding (1) and 4. Pre-Task Baseline and Hard Thresholding. In light gray it is highlighted the maximum value of the Denoise Quality, using the different algorithms and thresholds. The results in Table 1 show that the FBA performs generally better, especially with the Pre-Task Baseline; moreover, the standard deviations of the FBA and SBA with the Pre-Task Baseline and Hard Thresholding are the smallest ones in terms of percentage, giving a very good statistics for the proposed algorithm. The Donoho method has the worst performance because it does not consider the baseline and makes a probabilistic estimation of the thresholds independently. Fig . 7 presents the comparison in term of reconstruction of activations between the sEMG of the Extensor Carpi Ulnaris denoised by Donoho standard method and by the proposed FBA, considering the data coming from the gyroscope as the ground. The activation has been calculated by comparing the windowed averaged signal (on a window of 50ms) with a fixed threshold, calculated as the mean of the signal during the first 3 seconds plus 5 times the standard deviation: if the signal is bigger than the threshold, the result is 1, otherwise is 0. In particular (c) is the normalized sEMG of the signal denoised by Donoho standard method with the reconstructed activations; (d) is the zoom of the gray part in (c), corresponding to the second attivation; (e) is the normalized sEMG of the signal denoised by the proposed FAB algorithm with the reconstructed activations; (f) is the zoom of the gray part of (e). It is evident that the proposed algorithm is performing better than the Donoho standard denoising, because it rejects the noise very well in portions of the signal when there are not movements and it is almost immune to false activations.
CONCLUSIONS
In this paper we have introduced a new technique to denoise a sEMG signal by using its baseline to find the thresholds to apply to the wavelet thresholding algorithm. Two baselines have been considered: 1) Relax task Baseline and 2) Pre-Task Baseline. The proposed algorithm shows better performances than standard Donoho method, in term of noise cancellation and signal distortion, quantified by a new proposed indicator of denoising quality, considering the linear weighted combination of Noise Ratio and Normalized Signal Distortion. Future works will be done in elaborating algorithms that could estimate the thresholds continuously during the entire exercise, keeping always updated the information of the baseline.
